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bstract. For the first time, the hemodynamics within the
ntire cerebral cortex of a mouse were studied by using
hotoacoustic tomography �PAT� in real time. The PAT
ystem, based on a 512-element full-ring ultrasound array,
eceived photoacoustic signals primarily from a slice of
-mm thickness. This system can provide high-resolution
rain vasculature images. We also monitored the fast
ash-in process of a photoacoustic contrast agent in the
ouse brain. Our results demonstrated that PAT is a pow-

rful imaging modality that can be potentially used to
tudy small animal neurofunctional activities. © 2010 Society
f Photo-Optical Instrumentation Engineers. �DOI: 10.1117/1.3302807�
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Photoacoustic tomography �PAT� images embedded targets
hat absorb electromagnetic �EM� waves. Unlike other pure
ptical and microwave imaging methods, PAT uses an EM
ave as the illumination source but detects the ultrasound
aves generated from the photoacoustic �PA� effect.1–3 The
echanism of the PA effect is based on the thermal expansion

ssociated with the heating process after EM absorption by
he target. Images are formed by acquiring PA signals from

ultiple positions over the tissue surface. This imaging mo-
ality combines the advantages of optical and ultrasound im-
ging modalities: high optical contrast as well as scalable ul-
rasound resolution and imaging depth. Moreover, PAT is
oninvasive, is nonionizing, and can image tissues in vivo.
ver the past decade, it has been successfully applied in im-

ging both animal and human tissues.4–6

One of the most successful applications of PAT is to image
mall animal brains noninvasively. Compared with other non-
nvasive pure optical imaging methods, such as the recently
eveloped optical microangiography,7 PAT not only images
eeper, but also measures functions. Various PAT systems
ave been developed, including mechanically scanning with a
ingle ultrasonic transducer8–10 or a linear ultrasound array,11

nd optical scanning based on a Fabry-Pérot interferometer.12

owever, the temporal resolution was poor in most previous
AT systems, where minutes or longer were normally required
o acquire one high-quality image of the entire cortex. Re-

ddress all correspondence to: LHWang@biomed.wustl.edu.
ournal of Biomedical Optics 010509-
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cently, a new full-ring array PAT system was developed to
specifically address this challenge.13 Both phantom and ani-
mal experiments have demonstrated that this full-ring array
system can provide high-quality images in much less time.
Using this system, we report our studies of real-time func-
tional imaging of the entire cortical region of a mouse in vivo.
We briefly introduce the imaging system and the contrast
agent. Then, we describe the experiment of imaging the cortex
of a mouse in vivo, discuss the results, and reach several con-
clusions.

The primary part of the PA imaging system is a 512-
element full-ring array. The diameter of the ring is 5 cm, and
the center frequency of each element is about 5 MHz. In ad-
dition, each array element is cylindrically focused, forming an
imaging slice of about 2-mm thickness. Although all 512
channels were equipped with preamplifiers for optimizing
signal-to-noise ratio �SNR� at the front end and received PA
signals in parallel, the secondary stage amplifiers and analog-
to-digital converters have only 64 channels. Thus, for each
laser shot, one-eighth of detection channels were recorded,
and a complete 2-D scan requires eight laser shots. Figure 1
shows the top and side views of the array system. This system
can also provide 3-D photoacoustic images by vertically scan-
ning samples. More technical details of the system are de-
scribed in Ref. 13.

The illumination source is a tunable pulsed laser system
based on an optical parametric oscillator �OPO; Vibrant HE
315I, Opotek, Inc.�. The laser pulse has a repetition rate of
10 Hz and a pulse width of 5 ns. Two wavelengths, 532 nm
and 620 nm, were used to image the animal. After collima-
tion, the laser beam was homogenized by passing it through a
ground glass before it reached the tissue surface. The fluence
of every laser pulse on the tissue was well below 20 mJ /cm2,
the American National Standards Institute �ANSI� safety stan-
dard.

This system required a temporal interval greater than
0.125 s between two successive data acquisitions, which is
greater than the laser pulse interval �0.1 s�. Thus, only every
other laser shot was actually used in data acquisition, reducing
the frame rate to 0.625 Hz without averaging. �As mentioned,
eight shots are required for a complete scan.�

The contrast agent used in the following in vivo animal
experiment was Evans blue, a dye that tightly binds to serum
albumin in the vasculature. This dye has been used to deter-
mine blood volume and also to study the blood-brain barrier,
since albumin cannot diffuse to the cerebrospinal fluid. We

1083-3668/2010/15�1�/010509/3/$25.00 © 2010 SPIE

Fig. 1 Full-ring array PAT system. �a� Top view of the full-ring array
and the animal head. �b� Side view of the array system and the posi-
tion of the animal.
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hose this dye because its absorption spectrum has a peak
round 620 nm �Ref. 14�, where the blood absorption is rela-
ively low. Moreover, the fast uptake of the Evans blue makes
t a good model to demonstrate the in vivo imaging speed
dvantage of the system.

The cerebral cortex of a Swiss Webster mouse �Harlan
prague Dawley, Inc., Indianapolis, �23 g� was imaged in
ivo. Before the experiment, the hair on the mouse head was
ently depilated by using a hair removal lotion, as shown in
ig. 1�a�, and a layer of ultrasound gelatin was applied. Then

he mouse was fixed in a homemade animal holder, with its
ead covered by a thin transparent plastic membrane, and
rotruding into the imaging plane. To keep the animal motion-
ess, oxygen was supplied with 1% isoflurane via a homemade
reathing mask during the experiment. All experimental ani-
al procedures conformed to the National Institutes of Health

NIH� guidelines and were in compliance with the Washing-
on University Institutional Animal Care and Use Committee
IACUC�.

Before the administration of the contrast agent, the cortical
ascular structure was imaged noninvasively at 532-nm
avelength, as shown in Fig. 2�a�. For comparison, an open-

calp anatomical photograph of the cortex vasculature was
aken �Fig. 2�b�� after the experiment and mouse euthanasia.
ince blood has strong absorption at this wavelength, the
lood vessels in the reconstructed image have a high contrast.
ortical vascular structures in mice are not anatomically iden-

ical. For instance, Figs. 2�c� and 2�d� present the PA image of
nother mouse �weight 19.7 g� and the anatomical photo-
raph.

To monitor the wash-in process of the contrast dye, about
.1 ml of Evans blue dye at 3% concentration was adminis-
ered through tail vein injection. The entire cortical region
as continuously imaged at a fixed position at 620-nm wave-

ig. 2 Noninvasive cortical vascular structural imaging of two mice.
a� and �c�: The PA images obtained at 532-nm wavelength. �b and d�:
hotographs of the cortexes corresponding to �a� and �c�. The photo-
raphs were taken with the scalps removed after the mouse was
uthanized.
ournal of Biomedical Optics 010509-
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length. The adminstration started at approximately 10 s after
the experiment began and took about 70 s. PA images were
reconstructed offline. At 620-nm wavelength, the control im-
age obtained before the injection, as shown in Fig. 3�a�,
missed many fine structures due to much lower optical ab-
sorption compared with Fig. 2�a�. With the increase in the
optical absorption by Evans blue at this wavelength, more
vascular structures appeared, as shown in Fig. 3�b�. The con-
trast agent wash-in dynamics are shown in Figs. 3�c�–3�e�,
which plot the differences between the pixel values in the
subsequent images and the control image at three different
times. In addition, we calculated the integral of the pixel val-
ues within a square area of 1 mm2, as marked in Fig. 3�a�,
and normalized the result by the value of the control image
�Fig. 3�f��. All PA images were obtained without averaging.

The Evans blue dye in the blood vessels helped to recover
fine vascular structures in the PA image at 620-nm wave-
length, as shown in Fig. 3�b�. The increase in the PA image
values in both the hemispherical and the cerebellar vascula-
ture is plotted in Figs. 3�c�–3�e�, demonstrating the increase in
the dye concentration within the cortex blood vessels. Figure
3�f� demonstrated a more than 100% increase in the pixel
values in the selected sample region. More vascular structures
could be recovered by increasing the amount or the concen-
tration of Evans blue. The fluctuation in Fig. 3�f� is possibly

Fig. 3 Noninvasive imaging of the wash-in process of Evans blue in
cortical vasculature. �a� and �b�: The PA images obtained before and
after the dye injection. �c�, �d�, �e�: PA image differences relative to �a�
at time 32 s, 56 s, and 80 s, respectively. All these images were ob-
tained at 620-nm wavelength. �f� The normalized value of the integral
of the pixel values within the marked square area in �a� versus time.
�Color online only.�
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ue to breathing motion and motion stimulated by the injec-
ion, as both can alter the mouse’s position and thus affect the
econstructed images. Although only several sample PA im-
ges were provided, the images were continuously acquired at
.6 s/frame.

The image reconstruction is based on the solid-angle-
eighted reconstruction algorithm.15 Due to the limited-view

canning geometry and the finite bandwidth of the system
esponse, some of the reconstructed image pixels have non-
hysical negative values, which were removed in the image
rocessing. The changes in the PA value, as in Figs. 3�c�–3�e�,
enote the relative variances in the initial PA pressure, which
re proportional to the changes in the optical absorption.

For the first time, we obtained real-time PA functional im-
ging of the hemodynamics of the entire mouse cortex in vivo.
e imaged the wash-in process of Evans blue contrast dye in

he cortex vasculature. The temporal resolution of 1.6 s can
e further improved to about 1 s by using a laser source with
more appropriate repetition rate. Substantial improvement in

he imaging speed could be achieved by adding more parallel
ata acquisition channels or using an iterative reconstruction
lgorithm with fewer required data acquisitions, such as the
ompressed-sensing method.16 Our results demonstrated that
rray-based PAT can be a powerful candidate for studying
arious neurofunctional activities, such as epilepsy, which in-
uce changes in the vasculature system.
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